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After the Midscale apparatus was completed and a draft Midscale test method had been balloted by ASTM, Project Manager Soldier Protection and Individual Equipment (PM-SCIE) requested Validation and Verification (V&V) testing to assess the repeatability of the new test method and to elucidate the relationship between results obtained from the Midscale test and the F1930. The PM selected FR materials from the Army Air Crew Combat Uniform (A2CU), the Flame Resistant Army Combat Uniform (FRACU) and the Improved Combat Vehicle Coverall (iCVC) for testing using both a flat plate and cylindrical Midscale test form. F1930 manikin testing was performed on all three garment systems for comparison. Testing was performed from January to April 2015.
The results show that sensor to sensor variation in incident heat flux is significantly lower for the Midscale test than for the F1930 manikin test, where it must be less than +/-21 kW/m 2 from 84kW/m 2 . The standard deviation in incident heat flux measured during the V&V testing is +/-3.72 kW/m 2 for the flat plate and +/-10.92 kW/m 2 for the cylinder. Greater uniformity in incident heat flux means that comparing the performance of FR fabrics is easier. Fabric to fabric comparison is made even clearer when alternate measurements of performance such as predicted depth of burn, transmitted fluence and Energy Transmission Factor (ETF) are used to assess material performance. Transmitted fluence and ETF are used in the ISO 13506 Standing Manikin FR test.
Comparison of results for the different test methods shows that the Midscale flat plate test and the selected manikin sensors both predicted second degree burn injury (predicted depth of burn between 75 and 1200 µm). Predicted depth of burn is higher in the flat plate test than the manikin, indicating a more severe second degree burn. Use of the Midscale flat plate would therefore provide a conservative prediction of the burn injury protection of a new fabric in comparison to the manikin. The differences in predicted burn injury for different test methods reflect the differences in air gap between the fabric and the sensors in the different tests. The thickness of the insulating air gap is known to have a significant effect on depth of burn and burn injury in other standard FR tests. Air gap thickness is minimized and the predicted burn injury is highest in the cylinder version of the Midscale test where the fabric is clamped around the cylindrical form, producing the effect of a tight fitting single layer garment.
VALIDATION AND VERIFICATION (V&V) TESTING
ON MIDSCALE FLAME RESISTANT (FR) TEST METHOD 
Current ASTM F1930
While the F1930 [1] is widely used to predict performance of FR ensembles, the test method has several limitations. Results for each laboratory may exhibit acceptable reproducibility, but previous inter-laboratory testing has shown that the lab to lab variability in the F1930 test and in the parallel international standard ISO 13506 is very high. As stated in the F1930 Precision and Bias statement, the reproducibility limit from lab to lab is higher than 50% for some garments, raising concerns in the testing community on the validity of the F1930 as a standard test method.
As more laboratories world-wide have begun to perform the F1930 or the ISO13506, several other limitations of the F1930 have become apparent. Prediction of burn injury in the F1930 uses measured transmitted heat flux as a function of time, then employs a mathematical model of the three layers of the human skin (epidermis, dermis and subcutaneous) to calculate predicted depth of burn as a result of the incident heat flux. This depth of burn is then binned as negligible, second (within the dermis) or third degree burn (full skin thickness). Since the dermis accounts for about 90% of the skin thickness, reporting only second or third degree burns puts superficial second degree blisters in the same category as near full thickness burns.
Reporting the predicted depth which the burn injury reaches provides better detail about the nature of the predicted burn injury than only identifying second or third degree burns, but this calculated depth of burn is still based on the skin thickness values shown in the burn injury model in Figure 1 . Actual thicknesses of the three layers of the skin vary from place to place on the body and a more accurate prediction of burn injury at a specific location on the body must be based on skin thickness at those locations. Determination of representative skin thicknesses on the head or hands and development of more biofidelic burn injury models reflecting that realistic physiology should be a goal of future research and development.
Figure 1. Illustration of the ASTM F1930 burn injury model
A significant amount of detailed information about the nature and local surface distribution of the potential burn injury in the F1930 test is also lost by distributing sensors so they are able to sample only a small portion of the manikin surface. For example, 123 manikin heat flux sensors may be distributed, roughly equally over the body surface, excluding the hands and feet. The F1930 test method requires a minimum of 100 sensors [1] . If copper slug sensors are used, the responsive element in each sensor is 1.27 cm in diameter, and as such, the device measures heat flux over a very small element of the manikin surface (i.e., the area of the copper disk, 1.267 × 10 -4 m 2 ). The area of the sensing element in other sensor types is similar to the copper slug. In fact, though a large number of sensors is employed, a comparison with the total sensor area with typical numbers for body surface area (1.62 m 2 excluding hands and feet) reveals that the sensors are sampling a little less than 1% of the manikin surface.
In garment tests, however, garment design features vary with position, and the response of the garment is not uniform over the large surface areas in between sensor locations. The predicted body burn from the F1930 is calculated from data on widely separated sensors using a burn injury model that is validated against a very limited number of superficial second degree human burn injuries on the forearm. Depending on the garment design, there are therefore critical localized effects which are not detected in the response of the sparse sensor array and the burn injury model does not take into account the variation in the skin physiology across the surface of the body [3] .
In the referenced study, one example of local effects missed due to limited (less than 1 %) sensor surface coverage occurred during the testing of prototype combat shirts designed to provide moisture management under ballistic vests. Visual observation indicated that the nylon zippers, located down the upper quarter of the center front, were melting to the manikin surface. Since there were no sensors located on the manikin in this area to measure the transmitted heat energy, The high variability from the nominal 84 kW/m 2 incident heat flux across the surface of the manikin during testing is due both to the chaotic nature of combustion, especially during fire engulfment, and the static pose of the manikin during the heat exposure. This variation in incident heat flux subjects the material at different locations in the garment to different thermal threats, making it difficult to ascertain differences in material performance using the F1930. The difficulty in assessing design details using the F1930 arises from the fact that less than 1% of the manikin surface area is covered with sensors. Therefore, local effects are certainly missed, and it is likely that areas of high possible burn injury will not be captured in the F1930 data [3] .
The existence of high lab-to-lab variability in the F1930, which has been documented in the ASTM standard itself, suggests to the testing community that some aspects of the test are not well understood or controlled. This concern gave rise to the formation of the ISO 13506 project group to improve the parallel international method. This project group has undertaken round robin testing involving 12 test labs around the world. The objective of this ISO study is "to understand the differences and similarities in the way the test is conducted in different labs and therefore to improve the repeatability and reproducibility of the manikin systems worldwide. It is not to criticize individual labs or technologies" [4] . Results of the round robin testing, including identification of likely sources of errors or lab-to-lab differences and initial recommended changes to the method are available from ISO [4] . Further testing and recommendation are expected as the work of the project group continues.
To summarize, although there is no alternate to the F1930 for full garment assessment, the test has a number of limitations. They include high testing cost, high variability of incident heat flux across the surface of the manikin, low surface coverage of the heat flux sensors and a high level of lab-to-lab variability.
Development of the Midscale FR Performance Test
In an effort to address some of the limitations of the F1930, NSRDEC proposed a project to develop a Midscale test method that would use the same heat flux as the F1930 with a simple flat plate or cylindrical test fixture to provide an indication of results that will be seen during full manikin testing (see the Technology Transition Agreement (TTA) in Appendix A) at half the cost of the full scale test. New candidate FR materials could be evaluated under realistic flame engulfment conditions without the expense of fabrication of an entire ensemble for each test. The smaller area of the Midscale test specimen compared to the manikin would allow greater control of the standard target value of 84 kW/m 2 heat flux and much higher density of sensors per unit surface area to provide much richer information on the FR performance of design details. The Midscale test employs a larger fabric specimen than swatch-level tests such as the
ASTM D6413 Standard Test Method for Flame Resistance of Textiles (Vertical Test) or Vertical
Flame test and the Thermal Protection Performance (TPP) test. It also allows the incorporation of design details not accommodated by swatch-level methods.
Although second and third degree burn injuries are predicted at each Midscale sensor using a burn injury model identical to the F1930, other ways of reporting those same data are also used to provide better understanding of the material performance and predicted burn injury. Calculated depth of burn is reported, and can be used to differentiate between superficial and severe second degree burns when a second degree burn is predicted. Transmitted fluence and Energy Transfer Factor (ETF) are also reported at each sensor. These values are used in the ISO 13506 test to predict FR material performance.
Transmitted fluence is a measurement of the total heat energy transmitted through a protective fabric to the manikin or test form surface during the 4 s exposure, and is a good indication of protective performance of the material. Its use eliminates dependence on a physiologically inaccurate burn injury model and avoids the increased error which is observed when the value of transmitted fluence is run through the burn injury model calculation to predict depth of burn and burn injury. ETF is the transmitted fluence after a 4 s exposure normalized by the total heat energy deposited on a bare surface during the same period. It therefore provides a good direct indication of relative performance of various protective materials. ETF is discussed in greater detail in Chapter 5.
As part of the NSRDEC Collaborative Science and Technology (S&T) Planning (CSTP) process, this proposal was presented to Program Executive Office (PEO) Soldier and Training and Doctrine Command (TRADOC) at a PEO-Soldier Prioritization Review in Spring 2010. It was selected by PEO-Soldier for support from NSRDEC core S&T funds and the NSRDEC FY11 budget was realigned to support the effort. A TTA, included in Appendix A, was signed by NSRDEC and PM-SCIE in September 2010 to document the agreement. The TTA called for the Midscale testing capability to be available to PM-SCIE at NSRDEC by the end of FY13. The Midscale test apparatus and a draft ASTM standard test method for use of the apparatus were available at NSRDEC on schedule as agreed in the TTA.
Objectives of the V&V Testing
The PM-SCIE requested the V&V testing as part of the activities of a Capability Integration Team (CIT) which was formed at the request of the NSRDEC TTF after the completion of the NSRDEC CSTP TTA deliverables. One objective of the CIT was to address any further questions or concerns the PM had about the Midscale test method. The PM expressed a desire for V&V data to demonstrate the repeatability of the Midscale test and correlation between results obtained from the Midscale and the F1930.
The primary goals of NSRDEC were to provide V&V data to the PM as requested and to collect information for the next draft of the ASTM standard Midscale test method. In particular, the information will be used to set the acceptable variation in incident heat flux for the flat plate and cylindrical test forms and to prepare a Precision and Bias statement.
V&V Test Plan Materials Selected for the V&V Testing
The V&V test plan was developed in collaboration between the NSRDEC and PM-SCIE. The PM selected the materials that were included in the V&V test matrix. The initial set of materials chosen exhibited limited variation in FR performance. NSRDEC agreed to an initial group of three materials to be tested, but plans to continue the testing after the completion of the formal V&V to augment the data with materials exhibiting a greater range of performance which would be necessary for a precision and bias statement. The V&V test matrix is shown in Table I .
The three FR systems/materials selected for evaluation by the PM were the Army Air Crew Combat Uniform (A2CU) (National Stock Number (NSN) 8415-01-583 -9212 for the coat and NSN 8415-01-583-9308 for the trouser), the Flame Resistant Army Combat Uniform (FRACU) (NSN 8415-01-599-0485 for the shirt and NSN 8415-01-598-9860 for the trouser) and the Improved Combat Vehicle Coverall (iCVC) (NSN 8415-01-583-8910). The A2CU fabric is Nomex IIIA (92% Nomex, 5% Kevlar and 3% carbon based anti-static P140). The Defender M Type III fabric employed in the FRACU is a ripstop fabric blend of 65% FR rayon, 25% paraaramid and 10% nylon. The iCVC material is Nylon/Cotton/Nomex. All three selected fabrics were considered FR and designed to prevent serious predicted burn injury in the F1930. 
V&V Test Conditions
All garments, fabrics and underwear were tested after laundering once as specified in ASTM F1930. Each specimen was conditioned for at least 24 h at 70 ±5 °F (20 ± 2 °C) and 65 ± 5 % relative humidity and tested within 30 min of removal from the conditioning area. Testing was randomized and run over a period of several weeks to determine reproducibility of the test data. The general approach employed was to select a material/system and rotate it through the three test methods. Since many more Midscale than manikin tests were performed due to the limited number of full garments (six for each garment type) supplied by the PM for testing, it was not possible to maintain that order throughout. The test dates are included in the table in Appendix B. In order to ensure that the propane supply was at full pressure, a pause of at least 15 min was observed after the completion of each test before beginning a new test.
All F1930 tests were run at 84 kW/m 2 incident heat flux as specified in the test method. The exposure duration was 4 s. The same test conditions were used for all the Midscale flat plate and cylinder tests. All the materials tested in the Midscale flat plate and cylinder tests consisted of a single layer of fabric. Data chosen from the manikin for comparison were therefore selected from sensors in areas of the manikin with a single layer of fabric. One consideration in choosing only locations with a single layer of fabric is that a double layer of fabric, such as that found at pockets or over an undergarment, provides sufficient protection in most cases to prevent second degree burns. Due to the nature of the burn model discussed in the Introduction and shown in Figure 1 , in the absence of second degree burns the F1930 predicts no effect. Although depth of burn, transmitted fluence or ETF will provide a basis for comparison of the performance of two layers of these systems/materials, they are not normally reported for a manikin test.
Midscale Data Reported in the V&V
To assist in comparing FR performance of different materials, Midscale test data include F1930 data such as predicted % burn injury along with other quantities not generally reported in the F1930. All Midscale and F1930 data are based on the same transmitted heat flux measured at each sensor as a function of time during the 4-s exposure. Although the F1930 % burn injury is determined from the calculated depth of burn (as discussed in the background section and illustrated in Figure 1 ), depth of burn itself is not customarily reported for the F1930. In the Midscale test, depth of burn calculated according to the F1930 burn injury model is reported. Reporting depth of burn provides additional context for the F1930 designation of second or third degree burn, since depth of burn provides a continuous indication of the severity of the predicted injury, including low level first degree burns and gradations of severity of second degree burns.
In addition to depth of burn, V&V data reported also include transmitted fluence and ETF at each sensor. All of these quantities are calculated from the same transmitted heat flux data at each sensor as a function of time. Transmitted fluence is the integral of the heat flux vs time history, which results in a total heat energy per unit area imparted to the surface of the cylinder, flat plate or manikin at that sensor during the 4-s exposure. It provides a continuous indication of the severity of injury but does not depend on a burn injury model as does the depth of burn. ETF is calculated at each sensor as the ratio of the transmitted fluence to the value of nude fluence measured during calibration. The value of ETF, like the transmitted fluence, does not depend on a burn injury calculation and is a normalized measurement of fabric performance.
ETF
• Is the ratio of the transmitted fluence to the fluence on the sensor during a "nude" calibration burn (this nude value varies with position) • Varies from 0 to 1 corresponding to the amount of incident heat energy transmitted to the sensor. A value of 1 means the fabric provides no protection at that point and a value to 0 corresponds to 100% protection.
• Is a direct, linear continuous measurement of comparative fabric performance, independent of any skin burn injury model
• Is reported in the ISO13506-1 instead of % predicted burn injury All these data are shown in full in Appendix B, and the results are summarized in Tables II  through IV and in Figures 6, 8 and 9 in the next chapter.
Methods Employed in the V&V
For each of the three test geometries studied (Midscale flat plate, Midscale cylinder and manikin), the heat flux transmitted through the garment or fabric as a function of time was recorded for each sensor in the test form for a total of 120 s. This time interval included a few seconds before the burn was initiated, the 4 s of the burn and more than 100 s after termination of the burn. It is necessary to continue monitoring heat flux after the incident exposure is terminated because heat energy stored in the garment can increase the severity of the predicted burn injury during that time. Depth of burn and predicted burn injury were then calculated at each sensor using the F1930 burn injury model. Figure 4 shows the mean incident heat flux measured at each sensor during representative nude calibration burns. Nude calibration burns are performed as the first and last test each test day and after a break in testing, if one is taken. Channels shown in red are >5% higher than the mean, and channels shown in blue are >5% lower than the mean. The standard deviation in heat flux is 3.72 kW/m 2 for the flat plate and 10.92 kW/m 2 for the cylinder. The higher variability from sensor to sensor in the cylinder test than the flat plate probably reflects the larger size and more complex geometry of the cylindrical test form. These values for the Midscale flat plate and cylinder may be compared to the F1930 standard, which requires that the calculated heat flux standard deviation is not greater than 21 kW/m 2 . Variability in the incident heat flux is half of the manikin value for the Midscale cylinder and less than one fifth of the manikin value for the Midscale flat plate. The manikin tests were all performed according to F1930 with transmitted heat flux measured at all sensors, but for each ensemble the manikin data were filtered to eliminate all but selected sensors at locations on the manikin with only one layer of fabric. Calculation of depth of burn and % burn injury for all the manikin results were based on only the selected sensors for each garment as shown in Figure 5 .
The location of the selected sensors was different for each garment due to differences in the design. In general the sensors covered by only a single layer of fabric were on the lower legs and arms below the undershirt sleeves. It should be noted that all the garments are loosely fitted in all these areas. The selected sensors for each garment are indicated light blue in the sensor maps shown in Figure 5 . Figure 5a shows sensor map for the A2CU, Figure 5b for the FRACU and Figure 5c for the iCVC. 
Results and Discussion
Discussion of data summaries Table II and Figure 6 display the average depth of burn and predicted burn injury as a function of test method and system/material taken from Appendix B. The line in Figure 6 indicating predicted second degree burn is shown in yellow and represents the depth of the epidermis at 75 µm. Any value of depth of burn deeper than 75 µm but less than 1200 µm (depth shown in red) is classed as a second degree burn. Based on the data in Table II and Figure 6 , both the flat plate (on the left in Figure 6 ) and the selected sensors on the manikin (on the right) predict second degree burns under the conditions tested for all three systems/materials employed in the V&V testing. The differences in predicted performance for the three systems/materials are small compared to the variability, which is indicated by the error bars representing ± one standard deviation from the mean.
The variability is especially pronounced in the manikin tests. It should be noted that some of this variability arises from the depth of burn calculation and not from the inherent variability of the transmitted heat flux. This becomes clear when the variability in the depth of burn data for the manikin tests shown in Figure 6 is compared to the variability in the directly measured transmitted fluence and ETF (normalized transmitted fluence) for the same manikin tests shown in Figures 8 and 9 . It should be noted that when depth of burn data is reported as only second or third degree burn injury, the high variability observed in the depth of burn may be obscured.
Reporting the depth of burn in addition to burn injury in Figure 6 allows a more detailed understanding of the predicted injury and comparison between the flat plate and manikin results. Although average depth of burn for the manikin and the flat plate both lie within the dermis (from 75 to 1200 µm) for all the systems/materials, the flat plate predicts a somewhat deeper second degree burn than the manikin. The predicted burn injury for the Midscale cylinder (in the middle of Figure 6 ) is higher than that for the flat plate, with an average depth of burn over 1200 µm (third degree burns) for all three systems/materials tested.
The differences in results from the three different test methods probably reflect the differences in the air gap that is present between the protective fabric and the sensor surface in each case. Extensive testing of transmitted heat flux through a wide range of fabrics using the CO2 laser [5] has indicated that the thickness of the air gap has a very strong effect on the results. This effect is well known in the FR testing community [6, 7] and is reflected in the use of a defined spacer in the TPP test.
An air gap between the fabric and the sensor acts as an insulating layer that provides significant additional protection against transmitted fluence. On the F1930 manikin, there is a significant air gap at all the selected sensor locations as shown in Figure 5 . The manikin air gap is large enough that the fabric is unlikely to come into immediate contact with the selected sensors during flame engulfment. By comparison, as indicated in Figure 7 , the method used to clamp the fabric on the flat plate test form allows some air gap, but less than that observed for the ensemble on the manikin. The clamping method employed for the cylindrical test form as shown in Figure  7 produces a very close fit of the material to the test form without any measurable air gap between the fabric and the sensor.
The absence of an air gap in the cylindrical test form corresponds to a very tight fitting single layer garment, making it a worst case scenario for FR protection. Although there are situations in which testing with the cylindrical form would be preferred [2] , it should not be used to predict manikin performance in regions with a single layer of fabric unless care is taken to provide a comparable air gap on the cylinder to that on the manikin.
Figure 7. Fabric specimens clamped onto the flat plate and cylindrical test forms
Based on these results, a new clamping system is being developed for the flat plate test form, which will allow this effect to be explored by performing the testing as a function of a controlled air gap. Using the new clamping system, it will be possible to carry out a series of Midscale flat plate measurements with systematic variation in air gap to determine the effect of air gap on % burn injury, depth of burn, transmitted fluence and ETF. It should also be possible to establish what air gap might be used on the Midscale flat plate to match the manikin results, if desired. If these results are successful, a similar spacing system may be designed and implemented for the Midscale cylindrical test form as well. Table III and Figure 8 show the average transmitted fluence as a function of material/system and test method for all conditions. Although lines corresponding to a predicted second or third degree burn injury do not appear in Figure 8 as they do in Figure 6 , a comparison of Figure 6 and Figure 8 suggests that a total fluence of 85-90 kJ/m 2 would in this case correspond to a predicted onset of second degree burn injury and onset of third degree burn would occur just under 200 kJ/m 2 . 
Figure 9. Average ETF
In Figures 7-9 the FRACU material exhibits somewhat poorer relative performance on the cylinder test than on the flat plate and manikin. The tight clamping of the fabric circumferentially on the cylinder may suppress the tendency of the FRACU fabric to balloon out during combustion, which can enhance its protective performance. Additional experimentation would be required to determine if this or other phenomena affect the test results. Close contact with the fabric may also allow the sensors to detect changes occurring in the FRACU fabric as the FR phosphorus additive in the FR rayon is depleted. Between 4 and 5 s of exposure at 84 kW/m 2 , the FRACU material exhibits a rapid drop in FR protection due to exhaustion of the additive [8] . 
Variability of the reported data
The data in Appendix B include Coefficient of Variation (COV) in the transmitted fluence. It is used as a measure of the variability from sensor to sensor within a given test and the variability from test to test within a given test method (cylinder, flat plate or manikin) and system/material (A2CU, FRACU or iCVC). The variability in fluence is a good measure of repeatability of the test because it is not dependent on the nonlinear and discontinuous calculations of burn injury, only on the behavior of the material. COV is the standard deviation divided by the mean times 100 and represents the variability as a % of the mean. Table V is a summary of the measured variability for all materials and systems tested. The values in Table V clearly indicate that mean transmitted fluence and ETF decrease with increasing air gap -highest for the cylinder, lower for the flat plate and lowest for the selected manikin sensors. Test to test variability in the flat plate and the manikin is very close for all three materials tested, although it is higher for both test forms in the FRACU tests.
The sensor to sensor variability for the manikin tests is significantly higher than for the two Midscale test forms. Since the variability in incident heat flux (see Figure 4) is lower for both the Midscale tests than for the manikin, this is to be expected. However, even though the sensor to sensor variability in the manikin is very high (64.08% for the iCVC), the test to test variability for the same test is low (4.95%). This suggests that the sensor to sensor differences are reproducible from test to test.
Conclusions and Recommendations

Conclusions
As shown in Appendix B and the summary data, comparison of the Midscale flat plate test results with the F1930 manikin tests shows that both tests predict second degree burn injury (depth of burn between 75 and 1200 µm) according to the F1930. The injury predictions from the cylindrical test form were higher, with third degree burns predicted for all systems/materials.
Although the Midscale test cannot replace the F1930 for assessment of system performance, a comparison of the Midscale flat plate test results with the selected sensor results from the full scale manikin tests demonstrate that some predictions can be made. Based on the data collected, it can reasonably be predicted that a midscale flat plate predicted burn depth associated with a second degree burn (depth of burn between 75 and 1200 µm) would also result in a second degree burn on the select sensor locations for the full scale manikin testing. This is consistent with the depth of burn data reporting that is provided in the ASTM F1930 test.
The size of the insulating air gap between the fabric and the sensor surface was observed to have a significant effect on depth of burn and burn injury. The air gap in the cylindrical test form is minimized by the manner in which the fabric is attached to the form, corresponding in this case to a tight fitting single layer garment. This is a worst case scenario for FR protection and the predicted depth of burn is greatest in the cylinder tests, exceeding the 1200 µm level for third degree burns. Results of the Midscale cylinder test are not generally predictive of the performance of a full ensemble in the F1930 system level test.
All the systems/materials selected for this V&V were designed to provide essentially the same level of FR protection -no predicted third degree burns after 4 s of flame engulfment at 84kW/m 2 . As a result, there is limited variation in the measured FR performance of the three systems. In order to support a valid Precision and Bias Statement, systems/materials with greater variability should be tested. Further Midscale testing on materials with a greater range of FR performance will be required to prepare the next draft of the Midscale test method for the ASTM ballot.
ETF has been shown to be a repeatable, normalized indication of the performance of an individual fabric. In this series of V&V tests it has been calculated from the total transmitted fluence at the end of 4 s of exposure at 84 kW/m 2 . ETF may also be calculated as a function of time during the test and plotted to provide a fingerprint of the incident heat energy transmitted through a protective fabric during the course of a 4-s flame engulfment. This fingerprint would provide a very useful way to compare the performance of novel FR fabrics with known and proven protective fabrics such as Defender M and Nomex.
Recommendations
 The method of clamping on the flat plate should be modified to allow control of the size of the air gap between the plate surface and the protective fabric. If these results are successful, a similar spacing system could be designed and implemented for the Midscale cylindrical test form as well.  A series of Midscale flat plate measurements should be caried out with systematic variation in air gap to determine the effect of air gap on % burn injury, depth of burn, transmitted fluence and ETF.  The V&V testing should be augmented with materials exhibiting significant differences in FR performance to support a Precision and Bias statement for the Midscale test method.  Army materials and systems should be used for this testing if available. Alternatively, the Marine Corps has provided some materials which may be used for this testing.  Using the V&V data, curves of ETF as a function time during the flame engulfment should be generated to provide an FR fingerprint for each of the three materials tested.  These curves could then be compared with similar ETF curves for new materials proposed for adoption for FR garments and other applications.  Determination of representative skin thicknesses on the head or hands and development of more biofidelic burn injury models reflecting that realistic physiology should be a goal of future research and development.  Since both the flat plate and cylinder methods are materials tests and are still under development, results obtained from these Midscale tests should not be extrapolated to predict the FR performance of full ensembles using the F1930 test.  The Midscale test is a quick and cost-effective method for evaluation of FR performance of design features or for observation of material behavior in a flame engulfment scenario to inform future development. 
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